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THE IMPROVED 



Nervous Headache, Toothache, Tic Douloureux, Lum 
bsgo, Sciatica, and all forma of Nervous Fain. 
Alao, for Paralysis in its various forms, 
pm a partial loss of sous at ion or mo¬ 
tion to that of perfect Paralysis. 


As ilioSc is a Machine manufactured and palmed oH 
for the Davis <X Kidder Machine, you will be portliulur 
to obtervir that all genuine Machines sire enclosed in a 
brass-cornered (patent also) box. Ail infringements wiL 
be prosecuted. 
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DIRECTIONS FOR THE MACHINE, 


Attachi!!? to the routine tor* nrc small wires, which 
niL£t be Introduced into the holes at curb,, end of the 
box. fiy drawing out the brass knob (wbhi is attached 
.0 the armature) at the left hand uf the box> the power | 
any be increased to tiny rflquiml itrangth. After having , 
used tW hiachmc, it is best to leave the armature cm the ' 

pder fir dis ( 
Tj one of the i 

OCiiduetiirs filled with a sponge or flannel wetavith water. 
Care should be taken not in put the conductors in the 
box until dried. Alt the bearings should be occasionally 
filled with the best, clock oil. The spring on hr side* ns 
nlfio the one above the shaft on which the a tools turn? 
should touch upon the shaft, nr the curre if is lost 

L 


uavu 11 r ' rani; uuu?t 11 us ut'it ;o leave me a rang u 
magnet. When applying the poles to the ie|nd 
cased parts, it is belter tri have the end of,o; 









INSTRUCTIONS 


FOR THE USE OF 


DAVIS A KIDDER’S 


MAG-NETO-ELECTRIC machine, 


ENGLISH, GERMAN, AND SPANISH 
LANGUAGES. 










THE MAGNETO-ELECTRO MACHINE, 

1. The M vuxkto-Klectro Machine produce* gal- 
v- dfeotrieity, by simply turning a crank. It rajuircs 
110 Ij uttcry, no soliUioinOiiicl no friction. It develops 
elfiirtridty by wlmt is called trie inductive influence of a 
permanent inagnet, and it gives :i current of the same 
character of the Electro-Magnetite Machines which re 
tpi ire a battery to actuate them. 
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2, A Miignet introduced within u coil of wire, as i l 
rxt. | l Fig. L exciter u i ur- 

L rent of olootriaity dur¬ 

ing it» passage in or 
out, which will pnsa 
through a person con¬ 
nected with die coil by 
metallic handles. 

3. A bar of soft iron 
is iundo a magnet by 
induction, when a mag¬ 
net is brought near it, 
as represented in Fig. 
2. and it Lewes its mag¬ 
netism when the mog- 
ncL b removed from it. 
If a coil of wire is 
wound around the bar of iron a current of deerricity is 
induced within It, when the bar thus either acquires or 
loses magnetism. 

i. The induction of magnetism is greater when die bar 


['■'<!/■ 2J 


of soft iron is 
belit as repre¬ 
sented in rig, 

3 t so that both 
ends or poles 
the mag net 
may net upon 
it* ass in Fig. 3. 

Should, how¬ 
ever, under 

these dr- fl H 

cumstJinceK, n sjQ /Jg 

straight bar jjtjn 
he [place d j^IW 

ncroBR the • /V '/ 
legs of the^ v i/ ■ v 

magnet, near its poles, it would nearly neutralize Us in* 
ductive power upon the revolving armature or pieces of 
Sent soft iron. By men mi of stuch a straight i>itr of soft 
Iron, or flat nr mature, which may be placed in contact 
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with tht irugucL, partially 
or wholly withdrawn, it is 
obvious that we have a 
moans of reflating the 
inductive influence of a 
horse-shoe magnet over a 
best bar of soft iruu in 
front of it. It will bo oUs> rved that the North and 
South poles of the magnet, >. S. p induce opposite polar¬ 
ity in mts part of the revolving armatures near to them* 
5 . Fig. i represents two spools of insulated wire (wound 
(Fw* 4.1 with cotton or silk | 

on each arm of the 
armature* Each addh. 
ti final spire of wire in¬ 
creases the amount of 
electricity produced 
when the arm Mure is 
brought near, or re¬ 
moved from the poles 
of the magnet, rv. S, 
The spools of insu¬ 
lated wire thiiK be¬ 
come a battery for 
Magneto- Elect™ fy* 
6. Instead of mov¬ 
ing the magnet to and 
from the revolving 
armature on which 
tho spools iif wire arc placed, the armature in ramie to 
revolve before the pedes l( f the magnet, as represented m 
Fig* 6m II ere tlio magnet tfi uien lwhmil the Armature, 
also a train of gears, pulleys, &c. *Bv turning the cran 1 . 
the armature is made to revoke rapidly on sin us is of iu 
extremities, passing close to the poles of the magnet, 
been mo charged with magnetism, which they loM m* they 
lojive (he poles, and become charged with the opposite 
magnotifim, a® they approach the opposite poles at each 
half revolution. The electricity thus induced Is power¬ 
ful in proportion to the rapidity of the revolution, hut i« 
nut directly available to give shocks, without a break 
2 
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piece, nr spring, on 
the *s 5 s which aj- 


[ Ft //- a.] 


lernaUilv breaks, 
and complete* thfi 

circuit of the colls, 
at which momt^its 
a very onergolie re- 
active current imrx- 
cited, which is am¬ 
ply -ullinent for ail 
medical purposes* The apparatus thus described, is. pro- 
eisely tin as used in Davit A Kn?<hr's Potent 

M at/ arte * fO Mat\h 

Pig. (i represents the machine in the box- At each end 

1 Mo G-l °f the tT,ac ^i B - c nre 

*- the cottdneUir*; at 

the further comer 
of the hox on the 
left is represented 
a sliding rod which 
controls the posi¬ 
tion nf the straight 
armature, in rela¬ 
tion to l he poles ot 
the magnet Ey 
hoping this on or off the pules, the strength of the 
slrtiektt may be ngtskmd, 

Notes mi the medical application of Electricity by Ur 
W'tn. i\ Ohanninif, page 20* the ml vantages Of the May- 
w to-Electro Machine over the Electric Magnetic appm 
rati is, requiring u battery In drive it, are fully stated* 
Thl* is ijtnilifif at, however, by the objections, that the 
Magneto-KUeMo Machine is mure dxpeiinivc and less 
ourtsilsle from its weight and size. These objections are 
now entirely removed by the const ruction of Davis A 
fielder * Paten: Magneto-Electro Machine, which thus 
becomes tin > hetipcbt and tuncM useful apparatus for the 
treatment of the large classes of disease* to which dhec- 
trinity applies. 
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CERTIFICATES. 


The Maimfarlurersubmits the following (among many) 
eminent testimonials to the public *—* 

From Profcssur 8iUimiiu t of Ystlo College. 

Dear Sir; Dr, Walter Kidder has exhibited to me n 
Magneto-Electric Machine, invented by you. For nrat- 
nos*. ubmpactnesK, and futility and energy of operation, 
it is far superior to any instrument of the kind u-liirh I 
have seen. For medical application* it possesses very 
derided advantages. U* SlLLDIAir, Senior, 

Xuff Vf.rte. April in, ISM. 

From Frarosttor Pcgv;, of the 5mfih«oniaa Instumo, 
Washington. 

WjuhinjrtoH, Mart'll ‘SI, |WH 

Peat Sir ; Upon examination and trial, I find vmit? 
Magneto-Electric Machine utov^ efficient for its *\/,r than 
any 1 have ever seen. The improvement von have made 
1 st title possessing much scientific interest.' 

Tout* respectfully, Cijak, G. Pauk, 

From Dp, Chilton, the eminent Chum 1st, 

I>h. W. KjpiJisit, A*tor Tlnuse, I have examined the 
Magnetn-Elcetriti Machine invented and made by vou 
They are tko simple*! and most effectual I have seen. 
The mechanical arrangement reflects great credit upon 
the inventor. 

James R. Chiltok, M. D„ Cbcrnkt 

Ntw York, AprFl tsi, im. 
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from Walter Burwimm, M. ProfefiBor of Surepry nuu 
O Ids tetri cb lu the Worcester Medical Institution. 

Mk. W, H. BtrnsAP, Dear Sir- Having mmloyiid 
Electro-Magnetism in the treatment of nil that oWs of 
uirvuUs dependent upon general debility^ and 

undue irritability, With ureal advantage for many years ; 
and having used machines* for that purpose, ot v&rimis 
constructions, 1 unhesitatingly recommend the Magneto- 
Eleetro Machine, manufactured and sold by you, an mi- 
perior to dint of any other that I have ever seen t>r used. 

I have found it of great value in allaying that severe 
pain dependent upon an irritable state of the nervous 
system, which somi'Umeg follows capital operations in 
Surgery, and also in the immediate relief of i&tminl 
hemorrhage after child-birth* caused by Inertia of the 
uterus; indeed I have never failed Ut produce instniita- 
uomis contraction of the uterus* and consequently an im* 
mediate relief. _ _ _ 

Yours truly* WalTKH EuhNuam, M. D. 

Lowril, febnuiy SO* tSSrt, 

Prom the Report or ihe Second Exhibition of the Middle- 

sox Maohuuio ABHeeiHiioa. hold In tho CUy of .Lowell* 

Maas., September, IB&7. 

Class 15. No. flo?. W* IL BtmxAV. Lowell A enso 
ivf Magneto-Electric Machines, A compact tippnnuuti. 
by which the subtile agent, electricity, U made available 
fur philosophical* medical, and amusing purposes, for 
which it is extensively used and generally applied, 

15 k. J. C. Dalton, *) 

Thomas Talbot, I 

Dtt. .1 FiRT, SfALHINO, V Judges. 

Da. Nathan Aliuts* 

Chaki,Es» T, Carney. J 
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GENERAL* R E M A R K R 

inL^rtvn w rtiE WA^sKii <>y aptlyhm] tmk 

MAGNET0-KLECXRO MACT! IN IX 


Different diseases require different modes of Up ply 
mot he Magneto-Electric Machine, Strong disposes* such 
21 ^ JtheLimtiij^mp Dropsy, Paralysis, etc., require a strong 
power. In some cam the application should be of short 
continuance ; in other a it should sometimes be protracted 
for hours, Sometimes once in two or three days is suffi¬ 
cient; hi others otiee or twice a day would bn mine 
beneficial, 

The manner of applying the machine, which is the 
most agreeable to the pad cut, and probably the most 
beneficial, is for tile operator to take one of the handles 
of the conductors into his own hands, and thus letting 
the elect.lie fluid pass through bis own body, to communi¬ 
ty la it to the patient by the instrumentality of his othei 
hand, lu this manner of applying the machine, the 
stinging, burning sensation attendant on the application 
of the conductors alone, is greatly diminished, hi oper¬ 
ating cm the eye, face, or head, this is decidedly the best 
way. In some oases, a» will lie made evident when 
treating cm the particular mode of application, the hand, 
or rather the ends of the fingers are almost indispensa¬ 
bly necessary to effect the, object in view*. This occurs, 
when* for instance, we want to reach some of the deep- 
seated ziervon and muHcUw. Some rocommeitd the Etee- 
tritxil Imth* and no doubt hut in some diseases, such m 
oh runic rheumatism and a debilitated system, groat ad- 
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vantages might be derived; in very many eases I think it 
would prove prejudicial* In most cases the patient ran 
uppW the machine to himself without any iissifitiim-e ; it 
lh preferaklo, however. that the msichiju 1 should be applied 
by another pmmi, both for the advantage to the putiimt 
by the operator's panning the electric fluid through the 
medium of his own body, as well ns for the more com¬ 
plete and proper manner in which ho can apply * r Every 
fadlitv should be afforded the operator for applying the 
machine properly and thoroughly. Care should also bo 
taken to avoid catching cold during the operation. If a 
considerable surface of the body is to be operated on* it 
would be desirable to hove n blanket thrown over the 
luirbs, or something to prevent a eld 11, . 

When a person is nut neeuiimtned to operotiug with 
the Magneto-Electro Machine, it is best to commence 
uith a very moderate power. Let him gu over the parts 
to he operated on with a moderate pover, and increase it 
bv degrees till lie ascertain how much the patient cun 
bear in the different parts to be operated on. Ill some 
parts of the body a much stiungiT power cun be borne 
than in other part's. Toward* ihe root of the tongue a 
cu insider able power can be borne, whilst, on the contrary, 
at ihe end of the tongue the same intensity would be in- 
supporta foie,*"* A strong power owt be borne when applied 
to ihe back of the neck, whereas u comparatively weak 
power applied to the mastoid muscle _on the side uf ihe 
neck, produces very sudden and violent cun traction, 
lienee, in operating, the armature nt the end of the box 
has occasion ullv to tie moved backward or forwriri as the 
power nmy he required, This is easily regulm^i by a 
little care and attention. 

As h diagnosis of disease, the Magneto-Electro Mn- 
chine is unmailed. ■ By the aid of this mvMuable auxil¬ 
iary, wc not i in frequently Cud that pain may 1 m? felt la a 
nurt reroute from the true seat of the disease, in which 
case, when the conductor is pi need on the part where the 
pain is felt, the usual indication of disease is wanting, 
but Ijv passing the conductor over different parts, the 
true locality of the disease and the real origin ut thi 
pain will soon bo discovered. 
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MAGNETO-ELECTRICITY 

MEDICALLY APPLIED, 


Ant one who will take the Trouble to examine the 
periodical medieul literature of the present day, will find 
it Drove a very pt^er, in which many gems may be 
gathered, in regard to Magnof O-Electrinity as :i thVra- 
jeutie agent in every disease to which humanity is liable. 
The great mass of people, however, even if they hud the 
jndin&tSta, have not the leisure or opportunity to delve 
into the rich mines of medical science recently developed, 
iiud must, therefore,, be content to receive such few grains 
of inudiigenee in regard tn Magneto-Electricity as mnv 
be incidentally thrown in their miy, Accordingly, I deem 
it advisable to present, in this connection, the opimotif 
of ii number of the most eminent of the medical profes¬ 
sion who hove thoroughly tested the value and efficacy of 
Mngneto-E)octfitily in the treatment of a large variety 
of diseases. 1 ai mice refer to the action, efacu unci 
phenomena of this agent ,ir developed mi the animal 
economy. 

The world-celebrated Dr. Abernethv. in his lectures, 
after buding this agent highly in a great variety of dis¬ 
eases* remarks: 11 Electricity is it part of surgical prae- 
Lice that may ho considered tmigue. All other means 
operate on the surface, but elcbtrioily will pervudn *he 
very centre of the body/' t* 

E. W, Tuson. Esq.^ F* H. in ihe London Medical 
Times, says : 11 Medical agents will do much in the treat¬ 
ment of disease, but Magneto-Electricity will do more, 
mid produce a more decided result, while a much more 
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p&nftiimeiit advantage- may be looked forward in from it* 
proper application. 

M. Malt rum, us translated by Dr. Pereira* in the 
Edinburgh Medleul and Surgical Journal, makes the 
follow mg observations: M Of nil irritating agents the 
electric current is the only one which pas#e*e$a, for a long 
space of time, the pnmi of exciting the excitability of 
the ncrvtH when they have become much enfeebled tiv 
excessive stimulants ."* 1 

lJr. Tracey E, Weller, in the Medical Times, ims, 
11 In that common and most distressing cum plaint, pvo~ 
lapsus uteri, I have found Magneto -Electricity a highly 
useful agent,” 

Professor Wilson Philip believes that “Magneto- 
Electricity is capable of performing nil the functions of 
the nvrxaits power, properly ?« culled .’ 1 

Pfaffr Ahrens, Humboldt, Davy, FarrtuhtY, and others, 
found, ikv their curious experiments, that chemical trffini- 
ty and electricity are identical powers, and that in Khen- 
niatism the electricity "f the bodv is at zero, but beoomei* 
nuiJiifos! again ns the disease subsides. 

in, TWees, of New York, i marks: *• In the most 
frightful ruses of fonir nptmh t from morn-spinal causes, 
tim continued current has in my bunds proved a perfect 
charm, as witnessed by tmr licstingubtied townsmen, 
Drs. Mott mid F, l\ Jnhimin, 1 ' 

In regard to paralysis of the bowels, mid the means 
proper Er, be used tu overcome the imistl pinion that 
results ritcrefiom. the views of M* A!. Emory, Cloquet, 
mid Dubois, us embodied hi their reports to the French 
Academy, nre too important to be overlooked. p JTiey 
state that by pouring the current from the inunih to the 
mi us, there was produced a sensation of htvl at both 
ends, and motion through the whole extent of the alb 
menUrv canal, which motion continued after the cessa¬ 
tion of the current, followed quickly by a faecal evacua¬ 
tion. 

Other physicians have produced similar results. 

I hit u wi re useless tu cite castes in proof of the value 
of Magneto-Electricity ha a Curative Agent in any dis¬ 
ease whatever. There is probably not it solitary ex cop- 
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tton, where this agent nuiy m>t Ins applied %vilii Higiiijl 
benefit- 1 would* however, not be underctoud a* 'pro* 
posing Magneto* Electricity to the exclusion entirely of 
other Curadfav nutitms hut 1 do certainly hold it prefer* 
able Tirit to punish* by ittittuiaf drugging, a town's stom- 
ach for bis bodily ihfcrmitlea* if uri outtvurd application 
of Mugneto-Eleetridty will answer the same or a better 
purpose, 

Crntainly. Then* it is the duty of every friend of his 
rave, every Chilian, himimiituriun* and philanthropist, 
to do all that ran In- dime to hnwumun the millennium of 
joy and comfort to the raiUlbnn uf people who suffer and 
groan from the tew thousand noilaiJiciTiueident to their 
ignorance of the clement ary principles of animal life* and 
of the meal in to keep alt life's functions in harmonious 
working. Ljtiiml Ekt trinity seems to be tho means 
God has detigned fur ho Hi glorious result*. 

Accordingly* the author need make no apology for an 
honest clfort r however feeble, to introduce to the eons* 
munity ami in his eodaWers in so noble a profession ris 
the Healing Art. a mure extended application of an old 
remedy or agent* in a new loron in many cases of di*. 
cases wherein its efficucy im.iy have been considered 
doubtful, by Toason rsf the faulty construct tan of the 
Magneto-Electric Machines' formerly cm ployed — inas- 
muvli as by the instrumentality of improved facilities in 
applying the Magneto-Fdcctric current, there ht no reme¬ 
dial agent, that can be fiubstitrated uf equal efficacy* or 
certainty of relief and cure in every form of disease! 
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LIST OP DISEASES 

In wtUoli Magnet a* Electricity may applied with 
Beneficial EeauttD ar Certainty of Cni-o* 


MANNER OF APPLYING THE MACHINE. 

A * n 1 1 y v j 11 ■ —‘I Vhpffi life if held in suspense or in f 
s 0 ns appear M dead— from whatever cause, as drowning, 
poisoning, a blew on the head or stomach, dead drunk* 
ctmeas, &c. , . , 

Apply the current from the nape r>r the neck to and 
over the stomach and heart, under u mot We power at 
ftrst, gradually inarming It until signs of We are ob¬ 
served. No measure should he m'gleetrd calculated to 
keep the patient warm and dry. When the puiient re- 
viTe* sufficiently, give him a mblcspoonfnl of warm 
water and brandy every few minutes until the skin be¬ 
comes warm and moist, whan entire rest and quiet will 
only he further wwsxnry for hie recovery* 

Apoplexy* — Wet the hair of the head to iho ^kin, 
and then a|iplv one pol^ to one tide of the head, md the 
other polo U> the opposite Hide* Begin with the weakest 
power of the machine, and increase to what the patient 
nt!i properly hoax. Repeat the operation fifteen minutes 
three times‘a day. 

Asthma-—Magnetize the chest by placing the /*«/- 
Hve pole (the one containing the weakest force) over the 
r ariiinun of the seventh rib, and the other about the mn3- 
11 c of the left side of the neck, under a moderate power 
nf the machine, from live to fifteen minutes, several 
time* a day. 
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Aphonia, or Lo** ut V mw. - Hold the positive 
or weakest pule iik our hand, ami with the negative pole, 
or the strongest power* pas* the current in all dirt c tin iih 
through nod over the throat- 

A ug hi ii Pectoris* -—Place one pole on the nape of 
the neck, or on the spine just below tins shoulders, then 
puss the other pole over the chest, with u moderate 
power gradually tocreiumd anti vnutititled some little 
lime after the spa mu lias ceased. 

Abortion, — To arrest the flow of blood where ahor- 
lion has been practised, place one conductor to the small 
of the back nt the point where the pain nr aching is felt, 
and introduce the other {iwtiMerf) into the vagina Itm 
rooiliatelv into the cavity of the womb, A cautious 
nmilionliou of n wt&k current will he found of great 
VHtue. Pregnant women should Imj vnutkms never to 
allow the current to traverse the uterus* us u mi«earriage 
would take place. 

Anesthesia, or Loss of the HciimmM Tourli# — 

*4old the positive pi>h\ or we dtcsl power, in one hand, 
and apply the other to the opposite foot. After turning 
the crank a few times, reverse the position of the posi¬ 
tive conductor to the other hand, and the negative pole 
the other foot. 

Anasarca* — For Dropsy, there mmX he n general 
application of the current to the system Begin by 
placing the right conductor under the lent, then pass the 
Teft conductor aver the Mnniach* liver and bowels* down 
the legs and hark, the latter being doin' bv an assistant 
holding the left conductor in his right hand. Lse n 
moderate power* about half an hour every day. 

Amenorrhn'Ui — ftiU^rrn^ioo or Urtmtion of the 
Mt'Hitei, — Introduce one mtulimlw, covered with India 
Rubber or sonn? insulating substance, into the vagina in 
a manner to act only on the uterus; then move the 
opposite pole gradually over the lower part of the stone 
rich ■ to the thigh*, Johns, nod surrounding pam, 

A Mentions of the Liver* — Place the right hand 
conductor under the feet, fthe feet In ft dish of warm 
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wuttfr, if convenient,) than apply the left hand conductor 
over tli® liver, tin- whole belly, im& down the buck. A 
moderate power, half an hour every day. 

Amir mid Fever. —The patient, just previous to 
the hour of anticipated attack, should place himself 
under circumstances to induce sweating, Place the ft'Ct 
and drop the right conductor into warm water: then 
move the other conductor over the whole body, taking 
care il is not chilled by the air, for half tan hour. 

An hrud y il in. — See Rheumatism. 

Bronchitis. —Pirn* the right conductor to tho binds 
between the shoulders, and p«*s the other over the whole 
surface of the chest and throat, under u gentle power 
gradually increased. 

Bilious Complaints* — Apply the left conductor 
over the liver* stomach, and belly, gene rally, and pass 
the right conductor for a minute or two down the back. 
Afterwards place the right conductor under the ft ret, and 
pass tbe other over the buck, liver, and stomach for sev¬ 
eral minutes longer. Operate once a dav with a moderate 
power. / 

Bruises* —So® Sprains* &e. 

llttrremiess — Impotence* — “Thesame reason,** 
(says Suiee,) l * far which Eleclridty i« valuable in Amcn- 
orrmua, might load it* tw expect that it would tend to 
rectify the state of barrensin the female: for, bv 
causing it to act directly upon the uicrns, il in calculated 
to increase the supply of blood, and thus remedy the 
deficit/' —■ Elem. Eficiro-hwL, p. 152. 

In Bmteimnss, the right conductor to be applied to the 
lumbar vertebra*, the lower part of the spine, and the 
left to be Introduced into the vagina so as to touch the 
m uteri, the month of the womb. This conductor nmy 
be made of a pienc of silver or copper wire of pruper 
thickness* covered with cotton thread, J and varnished 
with sealing-wax varnish, nr with gutta-percha, A small 
piece of line soft sponge is to be firmly fastened to the 
and of this in contact; with the btirt: wire, which* at the 
point whom the sponge is to bo attached to it, is not tn 


A PI’L| CAT! OX OP MACHINE. 


29 


be insulated or cove red with the thread, otherwise, the 
electro snuguotic fluid could not pass from the conductor 
to the sponge. The sponge to be wet. The power to be 
moderate, and to be applied at short intervals during 
half mi hour, once a day. The left to ml tin tor may idsn 
be applied extern ally over the lower part of the abdomen, 
Fur Impuumey the right <XintlucUtr lift to ho applied to 
ih-- genital parti and about the lower part of the abdo- 
rririi. Tho left one to be applied to the organ of Amu- 
jivencss, or on the neck near the back part of the head. 
Then vary, bv implying the right conductor to the geni¬ 
tal part ,“mid the left 10 the Lumbar vertuljrtn. Power 
moderate, From leu to twenty minutes — once a day. 
Chorea* or Kt* Vitus's Dance- — Place one pole 
in both bauds of Liu* patient, then take the other pole 
and apply it to the spine, chest, and abdomen - Finish 
by placing the Feet of the patient in warm witter, the 
operator holding one pole in the water and the other to 
about the middle of ihe hack of the patient. Application 
fifteen minutes every day, with a power gradually Ui- 
rmised in strength, r J 

Ciitivlcpsy■—Apply one polr-'to the nape of the 
nock, and the other over the stomach and to the solos of 
the feet, * 

t'lilo ros i ft, ii r B1 oo 111 as SUB ©s * — A ge n end appl i- 

cation of the current should tirst. be mad,?. Tho patient 
should then hold the* conductors, tine la each hand, and 
Jet an assistant pas* the current over the stomach, lungs, 
bowels, and organs whoso actions may hr deranged. 
Const! pul ion, — Flare the left conductor over the 
spinal I'-rvos, of jsbmit the middle of the back; then 
with the other conductor make downward passes from 
the pit of he stomach over every part of the bowels, nr 
intestines. Application as strong a*s can be bora©, once 
or twice a day. V 

An immediate fixujal evammtion may be produced by 
placing the? loft hand conductor (which is the negative 
or etrnngost power) to the end of the tongue and the 
other to the anus, beginning with a very gentle current 
and increasing it gradually to what can be easily born©. 
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The effect of this iiiiJi.lt 1 uf application is sometimes in¬ 
is liintlmeoUf — the paralysis being :it once removed by 
increasing the elect iicelI action on the nlknline secretions 
of The mncons membrane. 

Critical Periods, or turn of Life in Females- 

—* Place the right hand, conductor on the middle of the 
bEtek, or over the tender or aching spot. then onus the 
other over the groins, the far el jo lie, heuvcim the front 
Limbs, mini by uti insulated conductor tu the womb itself. 
Place the feet then in water as hot as can Ijl* borne, with 
the strongest pole chopped in the same, the other being 
held in both hands. Application from five to fifteen 
minute# a day, under a power to suit. 

In Louenj rlueu, Fluor Albu* ur Whites, magnetism U 
applied as above, except that the vagina conductor 
should not bo bmdutod. 

This method is also to be pursued in Immoderate or 
Painful Mmstmuthm and l'loriiit? Flooding#. 

In Hysterics and Spasms From Uterine urrifntiuu, place 
the feci and the left hand conductor in a hot bath, and 
hold the other con duct or in both hands, tine power being 
strong ns possible. * 

If the spasms affect the spine, place the right hand 
ootid uolnr to the nape of the neck and pass the other 
down the whole length of the h:u k. If mis application 
should seem to increase the spasms, reverse the conduct¬ 
ors and proceed us before till the spasms: arc soothed. 

H the muscles of the abdomen arc much contracted, 
carry one pole over the bowels, after having passed It 
down the spinal column, bolding the right conductor in 
the left hand, Reverse the action if immediate effect is 
not perceived ■ Power to be strong but not violent, for a 
few minutes. 

Colic, Magnetize as in Constipation. 

Cancer. — Place the positive or weakest pole to the 
nape of the neck and the other to the swelling, using a 
strong power several minutes, each application once a day. 

Catarrh, Cbrauic. —Plate the right band conduct- 
or to the hollow of tho nook and the other to the top 
arid sule of the nose. 
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t Vonp. — Place a pole on «nnh sdde of the neck under 
in juu-s The larynx wilt then expand with great force. 
Aficr which place the left hand conductor on tho one 
side of the larynx* and make passes down the neck with 
the other. 

Cholera, Asiatic, <fcc. — Place one pole along tho 
spine and move the other over the abdomen, in strong 
power* "Thh will generally soothe the spasm* and prompt¬ 
ly reduce the Inordinate (uftohiirgcd from the abdomen. 

Cholera Ittlku turn *—Place the negative or left 
hand conductor to the middle <>r the back* and the other 
over the entire atur&eo of the abdomen. if there be ten¬ 
derness in the small of the back, reverse the poles, * 

Conunmpti(m.-Lel the patient hold the right 
hand conductor in both humls while an assistant pusses 
the other covered with a wet sponge from the nape of 
1 he neck down the? whole length of the spine under ns 
strong a power us can he home, fur five minutes, aftet 
which carry the same pole over the tvtonuudp cheat, and 
bowels* for about the same length of time. Operation 
one® or twice a day. 

Diabetes* — Apply the curren' directly to the kid- 
neys, and across the small of the hack, and .ill about the 
hips Then apply the left hand eon due tor u> the nation 
attached* holding Llie other poltr in the right hand. After 
’virds reverse thj poles. Operate fifteen minute* every 
day. 

Tho same method H pursued in the treatment of 
Bright's Disease of the Kidneys. 

nubility. Genital* — See Genital Debility. 

Delirium Tremens. —Apply the poles under a 
very gentle power to the bend for n few moments, having 
first thoroughly wet it to the scalp. Then place this right 
hand conductor to the wane of the peck* while the other 
is made to pass down the spine, and over tho chest* 
bowels* and limbs* under :i power gradually increased to 
the fullest strength the operator (not the patient) can bear. 

Dyspepsia* — Place the right conductor on the spine 
at the middle of the back, and move the other over tho 
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stomach ami lamrls* under a moderate power* twenty 
minute* (wico a tiny* 

Dropsy* — Site Anasarca. 

DettfuFs*<. —For Deafness and other diseases of the 
ear* let the patient hold the negative enndtiotor in his 
hand- The operntm should then hike the tjosilive con¬ 
ductor iii his right found* holding the metallic pnrt of it 
between his thumb and fore finger. Let him, while hold¬ 
ing the conductor in this manner, introduce the ends of 
hts two little lingers into the puticut's ears. Power light, 
during three minutes* once a day* 

Erysipelas. — Wei the part with salt water or muri¬ 
ate uf tnninunin dissolved in water; them Lei an assist uni 
eairv the right hand conductor* with n go ml power, over 
the ffication of disordm* white the other pule is held in both 
hrjiuK ^Operate from five to fifteen minutes mice a day. 

The sumo method is pursued in every eruption con¬ 
sidered Scrofulous or lirysipektouiL 

Epileptic Fits* — Let the right hand conductor be 
placed with the foot in n dish of warm water, while the 
operator, holding the other ermthicinr in his left hand* 
applies his right nn the puticuT* head, the hair being 
weL with diluted spirits, Power moderate, and for a few 
mutiipuis only. Then let the left conductor be uppfiod 
ueueralty over the spine* stomach, liver* and Abdomen, 
[f the patient lie 4 female, and there should »■ any ap¬ 
prehension that The p’ausr- rtf fit- prorotsls from any u ter- 
ui. derangement, obstruction, nr Irregularity, the left 
cmidueior is to In* applied 10 the mouth A the womb. 
wlilks the right conductor is to puss from the neck down 
the spine. Power moderate, a quarter to a half hour 
every day, during the intend of fits, 

Eye, Diseases i>f*— Id some of the dlften^ of 
rye, especially ilunw which depend upon a weakness 
of the nervous or absorbent powers, electricity us a rem¬ 
edy is invaluable. One of those is Amaurosis, which 
consists m an impairment amt loss nf sensibility of the 
optic nerve audits ramification h — a uuvu dreadful din- 
■vise. as it renders the palient perfectly helploatf* and de- 
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pendent upon others* If, in its forming stage, snnu 
application could bo m tulo directly to the mottl'd ricnc 
which would stimulate it to renewed notion, and aid it in 
recovering its pristine strength, vision, the most valu¬ 
able of ail the senses, might be jireserved, Such a desid¬ 
eratum we believe we have attained by moans of am Ey 
Bath, an instrument Invented by us for this purpose. 
By hi ting this bath with water, and holding it to the 
eye, mid applying the opposite pole upon the back of 
the neck, we can muse a magnetic current to pass di 
reedy through the optic nerve, The operation k a pvr 
fleetly painless o^e, and the improvement is rapid, 

A .tti e \ ofiA, ay tL'niA'iicnx of the ?yt&t is of somewhat 
similar origin with A mini roans, and, as usually treated, 1$ 
very difficult nf cure* We can confidently recommend 
ottr method of treatment its tho heat, tnifWl, and sun*at 
The application is tube made in the same way tut the 
preceding. * ^ 

Catauact consists in an opacity of either the eiysiaV 
line lens, or of its capsule. It is txi two yarielics, ■— the 
soft, which usually aitacks young and middle-aged pco 
ple t and rhe hard* from which elderly people tnoat cum 
mnnly suffer; it is of very blow growth, and it* first 
cymydums are n dimness and cloudiness of 'Iskm, and 
as tlie disease progresses, a totfd inability to distinguisn 
objects. In the tormtng stages, cJeetrinty is n vtduivnle 
moans for effecting a cure. The manner of applying the 
machine the same ns in Atnmrpvb* 

Fistiilii in A no. —Let the patient hold a ptde in 
Knelt hand, fur ten minutes, to produce a general etiect 
upnrt iliu system. Then apply the pules directly to nnd 
around the part, in every di nation for ten minutes nn>re 
Once a day, .* 

Genital Debility.—Tiikp the poles one to each 
hand, and turn the crunk of the machine about forty 
revolutions. Next hold the right pole in the right harm 
and place the other under the testicles. Turn the crank 

thirty ..w mure. Change the pole in the right to the 

left hand, and turn the crank the s.ime number of titnesL 
Take now the pole from the testicles and place it under 
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the left (naked) and cluhge t lie* pule in the loft 
found ta the right, and turn the chink us before, t’hange 
ignln the poles, the one from the left foot to the right, 
and tho Other from the right lo the left hand, and turn 
.he prank thirty tunes. And so alternate the palca in 
the wiine manner over again, from hand to hand anil foot 
to foot, &&., two or throb times. Finish. by placing the 
right conductor under the utricles and carrying the other 
down the spine imd over the uln\st, Power mild at first, 
the strength increased gradually to :u> much a& can be? 
borne. Operate every morning on rising from lied. 

Gangrene* — Pass a moderate current Through the 
whole system—particularly about the scats of vitality, 
as the stomach, heart, lungs and spurn. Kepeai several 
times ft day- 

lie adache- — Wot 1 ho Jmir 1 1 1 oroughly with wnter. ( 
then, place the right conductor under the feet, ami ripptv 
the other to the crown of the head, under u very gentle 
power, for a few moment only, Uuce jl day* 

For Headache arising from it diordered stomach, place 
the right eonduetnr m the spine directly h ick of the 
wtumiudi, and The oilier over the stomach, with n 

moderate power. Finish by plueing the right conductor 
under this feet, and passing the iuher over the bend, 'he 
hair being wet with water. 

Qb&a'vr. In nil application* of magneto-electricity t 
the head, it is best for the electric fluid to be communi¬ 
cated to u patient through im operator*® hand. 

Hemorrhage from the Lnrtjgs. — Place the right 
conductor to the spine below the impe of the neck, and 
with the toft make quii?lc pusses all over the client, in a 
downward direetum, under n gentle power gradually in* 
creased to a good strength. Lot the patient drink freely 
nr salt or alum water. Salt water will net on the bo weir, 
and carry the circulation through it* proper channels 
Abo bniulnge slightly the anus above the ellaiw* ;md tlie 
tegs above the knows with liandkcrchiefs or'towels, Tin 1 
hemorrhage will usually muse in a few momenta by this 
treatment. 3ive an aconite powder or pill to sooLtio the 
nervoujy system. 
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Hip Disease. — For the hip (li^cictu* (eo/wApa), lei 
the right conductor be placed under the feet, and Lhe left 
one be applied duwii the spine, over the liter, ami over 
the affected purt^; power moderate, during from ten to 
twenty minutes, once a day. 

Joint* ntui Limb*, While Swelling,— Move 
both pules uv or and around the swellings, whether in u 
sound or ulcerated state, A magnetic plaster should 
also be applied to the swelling*. 

Labor, or Parturition* — Magnetism mny be ap¬ 
plied by putting a wet sponge in the hollow of the handle 
of the right coiiduptor, and placing il (the sponge* to the 
lower pm of the spine* or to whore the pain i* lelt in the 
hark : then plaS? .mother \wt sponge lu the left conduct* 
or tLiid puss it over lire pubes, or front and lower part of 
the abdomen. The current mav also be passed over the 
womb or uterus* the right conductor being placed tu the 
lower part of the spine* Be careful and puss only ci very 
weak, current through the head of the child- Begin the 
general application by a weak power and gradually in- 
crease It to a tolerable strength. 

LorLetl-Juiv, — For the LackdT.Tn.wy let the right 
conductor be placed trader the feet. Operator takes the 
left conductor in his left hand, and first applies It on the 
eniwn of Liu? head, and ilm temples of the patient, with 
his right hand* the hair being made wet with a sponge 
dipped in spirits and Water* Make the passes from the 
head down the whole course of the spine, during :i few 
minute*. Then make them from the back of the neck 
down the spine, With n much heavier power; also over 
the liver, spleen, :md stomach. After this, lot the con* 
duotnr be taken from The feet said he placed in the psi- 
dent's left hand. The left hand conductor is then to be 
placed immediately behind the clavicle or collarbone, for 
n few minutes. I t is then to be punned over the brachial 
nerves on the neck near the cervical vertebra;*As soon 
as the Bicetru-magnetic fluid touches these nerves, tt 
will be known In the strong contractions which will ngi 
(ate the arm. This mav be continued for some minutes. 
The same operation is then to be performed on the other 
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71 nn. After this* let the left conductor be placed on the 
fnciai nerve, where it pusses across ihe under initxiltnry 
bone* and the right conductor be parsed over * be fuee 
In other words, let the Juft conductor be placed on the 
under jaw-bone near the ear, and the right one be passed 
over the face* Lot this be done alternately 0 n both sides 
of the face. Power pretty strong ; to be continued for a 
ti n minutes or longer. Finally, let the operator pass 
both his hands over the patient's head, face, neck and 
arms, during ten minutes. I he pushes to bo made down* 
w.itii Operations once or twice $ day, 

Neuralgia* — Place the right conductor under rbe 
leet, and lei the operator take the left conductor In his 
lo.t hand ami apply his right hand to the part affected, 
under a moderate power, Afterwards let the left con¬ 
ductor be carried down the whole course of the spine, 
tlic other conductor being held in hath hands of the pa¬ 
tient, under a strong current. Operate for half an hour 
once a day. 

Paralysis Pari ini is* — In thl* species of Paralysis 
the left conductor should he applied below the affected 
muscles, and the right conductor above them. If* for 
instance* it he in the arm* the patient should have the 
left conductor applied alternately to the palm of his 
hand* to his wrist, and to the hack of his hand; while 
the operator should apply the right conductor* first on 
the neck just back of the clavicle or collar bom:, then on 
the brachial nerve* on the under part of the ami, a little 
distance below the shoulder joint. 

This method is to be adopted at each time the machine 
i* to bo applied, Operation once a day. In some cases 
a very strong power is required. In other cases nor 
quite so strong, varying according to circumstances, as 
spoken at in the General Remarks on the manner of 
applying Uio Maebiuo. Time — from ten minutes to 
half an hour. 

Paralysis Ilemiplc^ien* — Left conductor to be 
applied to the Hides of the feel. Right one to the whole 
course of the spinal column* beginning at The neck and 
making the [.asses downward. Let it also !w* applied To 
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tho liver, stomach, spleen, and over the whole of tho 

parts affected. . f 

Operation once * day. Power strong lime —from 
twenty minutes to three quarters of an hour. 

Paralysis Puniptcskui and I^ralysis Vi-hp- 
itata* — The conductors to be uppllrtd m the same nuui- 
ner as for Paralysis HeinJplegica. 

It hen mutism* — Rheumatism is distinguished by 
the terms Acute and Chronic The Acute is preceded 
bv shivering he* 1 * thirst, and muck puUe t sueceerkd by 
.min, which soon settles in the }<mu. I he Chronic 
K hen mat ism is clwfitctoriswd by pains In the joints* un¬ 
accompanied by heat. Of this kind is the IjnmW 
Rheumalbui in ilrn loins; buiutma, seated in the hip, 
Arthrutlvnm, hi the joints. t 

lu Acute or Iniiaiunintory Rheumatism, Jdm’f the feet 
and the right hand conductor in a bath o! warm water, 
tutd let the other lie applied generally over the stamnch, 
liver, spleen, sod down the spine, at a moderate pown 

for hair an hour. . , , ,. 

In Chronic Rheumatism, place the feet mid ihe right 
pole in warm water, mid apply ihe other m the parts 
irfr eted and the body generally, under a strong power, 
half an hour, three times a day. 

Sore Throat* — Under this head is imhided the 
eroup, the quins)', inflammation of the pharynx, of the 
rosonhagus, the mumps, and putrid sore tin oat 

Aunty the conductors generally to Ihe throat i then 
nUre the right conductor under the feet and the oTher to 
the part affected, the power quite moderate, hvr mmutOfi, 
once it day. ^ 

Heroftila. — Apply the right conductor to the pan 
affnrUid. and the other to the spine, at a point nearest to 
W\r disease, at a moderate power for fifteen minutes, 
mire a day. Meantime the application may be varied, 
bv placing I lie right conductor under the feet, and apply¬ 
ing the hft to the sea* of durfctff five minutes 
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SPIKAXj DEFORMITIES, 

Irflternl Curvature* — Flu. ] ia the form of a cast 
taken nt the enmmeutt^ment of treatment of Miss M. E, 
V. S., aged 13 years, ThE east wu* taken May 24, 
1846* showing a Curvature of three years' a ta ruling, hi 


Fin. 1. Fin, i, 

which there was a thin muscle, and all the nhysfaal forces 
in n low state, ami flesh thin, m will be observed by the 
projections of the spinal column and tdmulder blades. 
Fin, 2 is the form of a cast taken of Lhe same case, 
after eight weeks' treatment* on the 2ath of J uly follow¬ 
ing, showing a perfect farm, good chest, and plump mus¬ 
cle, This case forcibly illustrates the advantage and 
benefits of an early attention to and treatment of these 
cases of deformity. nt a time when a cure may always 
be looked far with confidence, 

A Cn&© of Angular Distortion.^Fnk 3 is a 

profile or side view of a ease of Angular Distortion of 
the spine, drawn from a cast taken at the time the case 
was received for treatment. This distortion originated 
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from a psoas abscess in the lumbar region, whim the 
child was passing from three to live years old; the dia 
tertian of ihu spine came on after he was five yearn cdfl, 
and wn* of eight years' standing, His. mime was A* B-, 
thirteen years old, of lids state, uml he was so weak in 
the bank, when he name to the author, that he could not 
sit at the table to take his meals, without rusting on his 
elbows, or Turn himself over in lied, without ft ; r*t getting 
upon his elliows and fulling over ou his other side* 
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Fio* I is a hack view from the cast taken of the same 
ease, A. 13., at the same time, these two cuts showing 
the entire shapelessness of the hotly to the human form. 

Fig. 5 is a drawing of ft hack view of ;i cast taken 
from the same ense, A, TS., after three months' treatment 
by the author, showing verv evident improvement in 
form and figure, with a good beginning to the develop¬ 
ment of rauselt;. 

Fm, 6 U the form of a east of the same case, A* B,, 
taken after the patient hall been with us about seven 
mouths,❖Two and a half months of that treatment wa* 
interrupted by illness, and the spinal treatment and ex¬ 
ercises had to be suspended cm amamut of St, so tha 
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there? were, In fact, bier four and a half months of'spinal 
troatment spent on this rase, to bring about the changes 
of form, developing a figure of human shape, and some 
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strength of muscle, We are not able to show a cast nf 
this p;ihc h$ cured, because the patient and family were 
in very low drcunislancet, and depending on the charity 
uf their friend*, and when wo e-umo to tills city, the 
patient could not come with ns. 

Lateral or Bduteml Ctirvnlurc of the Spine, 
— Fin. 7 id the form of u drawing of the first ossl taken 
uf Mis* M, IF IF, nf this state, aged sixteen roars, when 
she came for treatment. Tills is n LlUerid diirvainre of 
seven veaiV standing, and the following truthful delinea¬ 
tion shows how thin and emaciated is the figure in this 
form of Scrofulous disease, and how attenuated are all 
the muscle*, giving evidence of groat vital and physical 
debility of the whole system* mid nil its organs and 
apparatus 

Fin. 8 U an engraving of a east taken after four and 
a half months' treatment of Miss M. IF EF, showing a 
beam!fid form, full and strong figure, well developed 
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okeat ;unl muscle, and these results arc always aciom- 
pmniod with good vigorous health* These physical 
chillies, that art} m ubvious in thi& COtfC* are absolute 
essentials to n permanent cure that will remain, with 


good health; and any thing short of such a result, is 
comparatively good for nothing, fur it only raises the 
patient* up for a time, to lot thorn fall again into hopeless 
despondency and misery, if the treatment be not perwe- 
veri'd In until a cure is elfected 
Spimil C‘«m|>!ai»ts.— For Lateral Curvature, let, 
the right conductor be placed to the part thill Ah HWoUrn, 
and the other to the emacioted part. For instance, if 
the spine curves toward the right shoulder, its lower part 
will be found curve*! to the left, Iti such case, apply the 
right conductor 10 the right shoulder, alt over the raised 
nr swelled muscles, and the left conductor to the left 
shoulder, and to tint back between the shoulder** Vary 
by placing the right conductor tu the left side of the 
curve of the spine in the lower port of the back* and the 
left conductor on the right ride of the back or curvature. 
Operate half un honr dully, beginning with n moderate 
;* ,, MVL , r, it.iid incmMtina to what tut* patient cun bear 
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Iq other diseases of the spine, the right COtsductnr 
should he placed under the font, and the left one pushed 
down the whole curve of the apine. The liver should 
also hr operated on, by applying to it the left hand con¬ 
ductor, tlic* right ouo under the feet, at u moderate power 
during live minutes. 

Strains, Spruiiis, -&e. — Place the feet and the 
right conductor hi warm wuier, and apply the other to or 
near the ImucneaH or swelling. Or lei bolli pules ha ap¬ 
plied to (he part in a manner to pass the current through 
it tu alt directions. Gentle power gradually iDemised, 
jmd the operation from ten to twenty minutes, tfliee a 
day. 

To«tlincite.— Wrap n silk handkerchief, a piece of 
,jtv muslin, nr any insulating substance round the largest 
end of a teaspoon, and hold the uncovered smaller end 
directly on the tooth : then pbur? the right conductor to 
the pun of rim spoon mcr the tQQth, while an assistant 
phn i s tin* other oil u fm’ial nerve, nu the lower jaw, junt 
below the car. Power moderate, from five to twenty 
minutes, Sometime# a cure is effected instantly: at 
other times it may require a strong power for more than 
an hour to ease the pain. 

Ulcers.—Take the tight conductor in both hands, 
and let an assistant apply the other over nnd about the 
ulcer. Or piece the feel and the right conductor in a 
bath and carry the other over the ulcer. Moderate power, 
fifteen inLmitew diuly- 
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The Wonders of Magneto-Electricity. 


A. LUMINOUS LBTTCT 
From D. G . Greiin, of F h 11 ado 1 pliia . 


VMlucMphLu, April US* IHX. 

My Dear Sir : Having fora number of years instituted 
experiments with MitgneTo- Electricity, both on the hu¬ 
man body and oil some of the lower animal a* 1 have had 
abundant opportunities of testing a number of the vuri- 
ous machines that have been devised for therapeutic pur¬ 
poses in many forms of disomies, I have found the use 
nf them all more or less com plica ted with difficulties, 
name to it degree that rendered them of comparatively 
little value to physicians aa an adjunct instrument of the 
Curative Art, Without designing to exhibit any egotism 
or professional display, allow me to allude brie fly to the 
Physiology of Magneto-Electrkdiy as a curative agent, 
and to explain something of the impractical nature of 
the electrical miu’hims formerly employed, in contrast 
with the simple and safe, yet highly philosophical appa¬ 
ratus recently introduced % you to toe materia medics 
of our country. 

Although electricity and magnetism are physical forces 
which have been known from time immemorial, it has 
been left to the philosophers of modem times to develop, 
*n some degree, the marvellous properties of these two 
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imponderable substances, One iMustriti<m of lain 
l *» wonderful utility of the 13leet^Magnetic Telegraph: 
now so fatuiliciriv kimwa. 

Fhc Leyden batturv and electrical machine wore the 
fir*t instruments emp'luyod fur therapeutie purpo^tw in 
vitridUK diseases, aiul fur the rfcMi^Mtion of person* 
apparently dead* from drowning, or asphyxia otherwise 
produced, Their cumbrous form, however, rendered 
them impracticable to be carried by the physician from 
patient to patient* while the violent effects of their oper¬ 
ation soon drove elec tricky out of the materia tnedica 
altogether* 

The discoveries of Prof* Galvnni, of Bologna, in 1790* 
and those of Pmf. Volta* at it subsequent period, kd to 
a gradual elucidation of tlm phenomena of electricity 
anti magnetism, aud caused them again to be resorted to 
for iherapmitia purposes. 

The Italian nutumlist Materied, was the first to demon¬ 
strate the ©listen i-e of electricity in the living organism. 
According to his doctrine, however, it U the muscles, and 
not the nerves, that ;iro the vehicle of electri it action. 

Dnbuis Raymond* on the contrary, has triumphantly 
proved that electricity k contained m every part of the 
nervous system, * 

The experiments by this philosopher* and also those 
by Professors Wilson, Ure* and others* nil show that the 
nerves are capable of producing all the known phenom- 
oim of electricity, even the deviation of the magnetic? 
needle by means Of a niuliiplicatur. Etcnoe their rational 
conclusion that the nervous influence of the animal econ¬ 
omy is identical with electricity. 

This electrical action is not simply an indifferent ad¬ 
junct, but an essential element or cause of the internal 
movements or Operations of the animal organism. 

Areardiug to Professor Hnssenstrin* the central or¬ 
gana of the nerves are the immediate Cense* of an eh 
action, unde*the nerves are the carriers of electricity 
throughout llie whole organism. Hence, the body has 
iTOrui; to be regarded as a Voltaic pile, the iurfnca of 
the body constituting the negative and the central or 
interior Organ* of tile poritive pole of the pile —the Urn 
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yielding an acid and the other an alkaline fluid or mtx 
M of; ou „c if the tovWbrwm of the Hecirie or wrvott* 

TtJinencc can be kept up, nr regularly in amt ai n ed, there 
'will be neither pain nor disease. In other words, m flic 
same manner us the nrlion of these elect™lira which 
biiw attract and then araiiiJ repel each ether* w kept tip 
in the human pile in a definite ornutimd jw/wr dirulmn* 
ko is the dee trim I net ion maintained in the cent ml imt* 
vans organs rmd in the nerve* tht m wives. T-his cqmiii?- 
rium of the rdeetric forte is what constitutes vigorous 
nticl regular health* When this regular acrimn flew e! 
the electric or nervous influence is interrupted or mo 
naired in any manner whatever, there must ueeeasiirby 
L diminished imd, hy wnwqumn.mofQ at k« 

pain, indicative of .border nr diwBMu 11m action ceases 
after detith, for the reason that the pontiff und negative 
electricities mute, und being thus neutralized of lh«* 
Hntnpmudie principles* th* central organs are no tago 
3dala separate them. *» * 

Masruem-Hlectriritv, when properly applied* is fouVv 
of great value in 1 ringing hack 01 xesiomig any disced 
organ to its minimi condition; yet U will not do i« tm* 
ploy it ..f Midi power ji> to dtsttov the organ fiom whith 
uc- wish to remove any abnormal HmtmuhitiOttE. Core 
must always be observed never to eany the action hi the 
organ beyond the i rmililion of health* 

There is aue Important mutter that lies at the founda¬ 
tion of all correct and scientific use d this agent, that 
S) , e nu to have been entirely overlooked. /I his is the 
kind of galvanism, or magnetism, or dccirmlv, proper 
To he employed —* whether of the wt™** ta»A. or that 
which is coinpumtively without de^irueUvc Wc. As 
thiiNp who are nut practically acquainted with the sub¬ 
ject Tuav nut perceive wherein litis distinction consists, 
\ ’will briefly refer to the views of a few leading chemists 

° n prof. T Smiman* speaking of quantity and intent tty < 

stales the remurksildefaet, that no matter how miirh u^ 
mav increase the number of member* d ihc voUnk eir- 
ek.' the quantity of electricity pas^ m the current, if 









mils- to thru evolved bv a single eHl; although the 
current which pannes through a number of eel Its acquires 
an intensity exactly proportionate to the number. Thus, 
no tingle rell t however large, would ever afford electricity 
of a tension sufficiently high to decompose water, or 
wen give the slightest shook to the animal frame. 

Prof Smee says that a hundred batteries may lie con¬ 
joined, but no more electricity is obtained; far the same 
amount of electricity will puss if nnlv quo cell is used. 

The intensity, as shown by Farnidny, is i n proportion 
to the number of plates, while the quantity is dependent 
upon the extent of the plate. This same position is 
taken by Sir Humphrey Davy. 

Dr. firay lays that quantity refers to the amount of 
electric fluid set in motion ; tension, or intensity, lo the 
energy with which the fluid is impelled. 

While authors have been thus plain in pointing oul 
the source of the destructive element in gitivauism, tte. t 
Ihtiae who have invented, manufactured, or profession¬ 
ally used electric or nmgneto-clectric machines have not 
kept such difitmetiunri (dearly in view. nonce, every 
apparatus has been found powerful to destroy or decom¬ 
pose, t Of course they could impart no healthy energy to 
the part To which they were applied. 

In The '.election of an apparatus for medical purposes, 
the object is to secure mu* that has but rm<r rkrnmt, and 
that moment capable tif being diminished ur iurrreaned at 
pleasure It should be so arranged that the part tube 
acted upon maybe kept under the continued Influence of 
the agent, for any desired length of time, in order to 
ei void the reaction and exhaustion which follow when a 
stimutant has harm powerfully applied for a whorl time 
and then suddenly withdrawn. The apparatus, mon- 
over, should be so simple in its construction as not to be 
liable to become deranged when not under the eye of a 
physician, ^ r 

Thank* to the scientific progress of our age, and the 
intelligence of clover mechanicians, we have at length a 
Magneto-Electric Machino bo simplified na to bo entirely 
available for therapeutic purposes, and which no sensible 
or judicious physician can object to employ in most form* 
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A.F*j!!n>rx. 

ojt tmmienve* of disc**. I *U*k. <* «»»* 

Ut Dirkinsom to the admirable apparatm roeeutl/ i«r 
Induced bv you to the community. 1 imlic^natH^lv say 
thm ii- ifl literally the long-mMjw dw^"JSiL^S 
Medical An discovered ut last. The f 

this new Mttgttetlc Machine surpass entirely jay expeeia- 
iion" S find it applicable in nearly every form of d.s* 
e^e Indeed. the most nr&tifying results are bemg 
daily developed in my professional employment of the 
mtiohine—particularly in w** of paralysis rheumatism. 
™ rv^ s affection * f &e. I find that it may be employed 
with the utmost safety to the tenderest infant as to those 
of extreme nervous sensibility. The electric current 
ho uniformly in one direction that no pmnordrs- 
Sgroeable feelings art experienced. It has also the ad- 
^ntaue of being without the dangerous com plication of 
jattenes and acids —which fact alone renders it superior 
Xta, while, on the score of neatness and dean- 

utility. I c^ ch^fnl v cornm^I >H 
*isc by every physician and iamily in the land. 

Your friend and well-wisher, 

D. G. Greek, M. D.* 

No. Uit> Arch Street, Philadelphia. 

















